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Food and Drug Administration, HHS

scheduled inspections, inspections ini-
tiated to investigate recalls or other
similar actions, and inspections initi-
ated specifically to review your
postmarket surveillance plan. We may
also inspect any other person or site
involved in your postmarket surveil-
lance, such as investigators or contrac-
tors. Any person authorized to grant
access to a facility must permit au-
thorized FDA employees to enter and
inspect any facility where the device is
held or where records regarding
postmarket surveillance are held.

§822.36 Can you inspect and copy the
records related to my postmarket
surveillance plan?

We may, at a reasonable time and in
a reasonable manner, inspect and copy
any records pertaining to the conduct
of postmarket surveillance that are re-
quired to be kept by this regulation.
You must be able to produce records
and information required by this regu-
lation that are in the possession of oth-
ers under contract with you to conduct
the postmarket surveillance. Those
who have signed agreements or are
under contract with you must also
produce the records and information
upon our request. This information
must be produced within 72 hours of
the initiation of the inspection. We
generally will redact information per-
taining to individual subjects prior to
copying those records, unless there are
extenuating circumstances.

§822.37 Under what circumstances
would you inspect records identi-
fying subjects?

We can inspect and copy records
identifying subjects under the same
circumstances that we can inspect any
records relating to postmarket surveil-
lance. We are likely to be interested in
such records if we have reason to be-
lieve that required reports have not
been submitted, or are incomplete, in-
accurate, false, or misleading.

§822.38 What reports must I submit to
you?

You must submit interim and final
reports as specified in your approved
postmarket surveillance plan. In addi-
tion, we may ask you to submit addi-
tional information when we believe

§860.1

that the information is necessary for
the protection of the public health and
implementation of the act. We will also
state the reason or purpose for the re-
quest and how we will use the informa-
tion.
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AUTHORITY: 21 U.S.C. 360c, 360d, 360e, 360i,
360j, 371, 374.

SOURCE: 43 FR 32993, July 28, 1978, unless
otherwise noted.

Subpart A—General

§860.1 Scope.

(a) This part implements sections 513,
514(b), 515(b), and 520(l) of the act with
respect to the classification and reclas-
sification of devices intended for
human use.
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